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§ 37.8 Radiographic examination at miner’s 
expense. 

Any miner who wishes to obtain an exam-
ination at the miner’s own expense at an ap-
proved facility and to have the complete ex-
amination submitted to NIOSH may do so, 
provided that the examination is made no 
sooner than 6 months after the most recent 
examination of the miner submitted to 
NIOSH. NIOSH will provide an interpreta-
tion and report of the examinations made at 
the miner’s expense in the same manner as if 
it were submitted under an operator’s plan. 
Any change in the miner’s transfer rights 
under the Act that may result from this ex-
amination will be subject to the terms of 
§ 37.7. 

§ 37.10 Standards incorporated by ref-
erence. 

(a) Certain material is incorporated 
by reference into this part with the ap-
proval of the Director of the FEDERAL 
REGISTER under 5 U.S.C. 552(a) and 1 
CFR part 51. To enforce any edition 
other than that specified in this sec-
tion, NIOSH must publish notice of 
change in the FEDERAL REGISTER and 
the material must be available to the 
public. All approved material is avail-
able for inspection at NIOSH, Division 
of Respiratory Disease Studies, 1095 
Willowdale Road, Morgantown, WV 
26505. To arrange for an inspection at 
NIOSH, call 304–285–5749. Copies are 
also available for inspection at the Na-
tional Archives and Records Adminis-
tration (NARA). For information on 
the availability of this material at 
NARA, call 202–741–6030 or go to http:// 
www.archives.gov/federallregister/ 
codeloflfederallregulations/ 
ibrllocations.html. 

(b) American Association of Physi-
cists in Medicine, Order Department, 
Medical Physics Publishing, 4513 
Vernon Blvd., Madison, WI 53705, http:// 
www.aapm.org/pubs/reports: 

(1) AAPM On-Line Report No. 03, As-
sessment of Display Performance for 
Medical Imaging Systems, April 2005, 
into § 37.51(d) and (e). 

(2) AAPM Report No. 14, Performance 
Specifications and Acceptance Testing 
for X-Ray Generators and Automatic 
Exposure Control Devices, Report of 
the Diagnostic X-Ray Imaging Com-
mittee Task Group on Performance 
Specifications and Acceptance Testing 
for X-Ray Generators and Automatic 
Exposure Control Devices, published by 

the American Institute of Physics for 
AAPM, January 1985, into §§ 37.42(h) 
and 37.44(g). 

(3) AAPM Report No. 31, Standard-
ized Methods for Measuring Diagnostic 
X-Ray Exposures, Report of Task 
Group 8, Diagnostic X-Ray Imaging 
Committee, published by the American 
Institute of Physics, July 1990, into 
§ 37.44(g). 

(4) AAPM Report No. 74, Quality Con-
trol in Diagnostic Radiology, Report of 
Task Group 12, Diagnostic X-Ray Imag-
ing Committee, published by Medical 
Physics Publishing for AAPM, July 
2002, into §§ 37.42(h), 37.43(f), and 
37.44(g). 

(5) AAPM Report No. 93, Acceptance 
Testing and Quality Control of 
Photostimulable Storage Phosphor Im-
aging Systems, October 2006, into 
§§ 37.42(i) and 37.44(g). 

(6) AAPM Report No. 116, An Expo-
sure Indicator for Digital Radiography, 
Report of AAPM Task Group 116, pub-
lished by AAPM, July 2009, into 
§ 37.44(g). 

(c) American College of Radiology, 
1891 Preston White Dr., Reston, VA 
20191, http://www.acr.org/∼/media/ACR/ 
Documents/PGTS/guidelines/ 
ReferencelLevels.pdf: 

(1) ACR Practice Guideline for Diag-
nostic Reference Levels in Medical X- 
Ray Imaging, Revised 2008 (Resolution 
3), into §§ 37.42(i) and 37.44(g). 

(2) [Reserved] 
(d) International Labour Office, CH– 

1211 Geneva 22, Switzerland, http:// 
www.ilo.org/publns: 

(1) Guidelines for the Use of the ILO 
International Classification of 
Radiographs of Pneumoconioses, Re-
vised Edition 2011, into §§ 37.50(a), 
37.50(c), and 37.51(b). 

(2) [Reserved] 
(e) National Council on Radiation 

Protection and Measurements, NCRP 
Publications, 7910 Woodmont Avenue, 
Suite 400, Bethesda, MD 20814–3095, 
Telephone (800) 229–2652, http:// 
www.ncrppublications.org: 

(1) NCRP Report No. 102, Medical X- 
ray, Electron Beam, and Gamma-Ray 
Protection for Energies Up to 50 MeV 
(Equipment Design, Performance, and 
Use), issued June 30, 1989, into § 37.45. 

(2) NCRP Report No. 105, Radiation 
Protection for Medical and Allied 
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